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of  information,  including  suggestions  for  reducing  the  burden,  to  Department  of  Defense,  Washington  Headquarters  Services,  Directorate  for  Information  Operations  and  Reports 
(0704-0188),  1215  Jefferson  Davis  Highway,  Suite  1204,  Arlington,  VA  22202-4302.  Respondents  should  be  aware  that  notwithstanding  any  other  provision  of  law,  no  person  shall  be 
subject  to  any  penalty  for  failing  to  comply  with  a  collection  of  information  if  it  does  not  display  a  currently  valid  OMB  control  number. 

PLEASE  DO  NOT  RETURN  YOUR  FORM  TO  THE  ABOVE  ADDRESS. 

3.  DATES  COVERED  (From  -  To) 

May  20 11 -Dec  2012 

5a.  CONTRACT  NUMBER 

5b.  GRANT  NUMBER 

FWH20100171A 
5c.  PROGRAM  ELEMENT  NUMBER 

5d.  PROJECT  NUMBER 

FWH20100171A 
5e.  TASK  NUMBER 

5f.  WORK  UNIT  NUMBER 


7.  PERFORMING  ORGANIZATION  NAME(S)  AND  ADDRESS(ES)  8.  PERFORMING  ORGANIZATION 

_  ,  ^  _  REPORT  NUMBER 

59th  EMS 

Wilford  Hall  Ambulatory  Surgical  Center 
2200  Bergquist  Drive  Bldg  4550 
Lackland  AFB,  TX  78236 

9.  SPONSORING/MONITORING  AGENCY  NAME(S)  AND  ADDRESS(ES)  10.  SPONSOR/MONITOR'S  ACRONYM(S) 

Office  of  the  Air  Force  Surgeon  General 

Directorate  for  Modernization,  SGRS  _ 

5201  Leesburg  Pike,  Suite  1206  1 1  ■  SPONSOR/MONITOR'S  REPORT 

Falls  Church,  VA  22401  NUMBER(S) 

12.  DISTRIBUTION/AVAILABILITY  STATEMENT 

Distribution  A 

13.  SUPPLEMENTARY  NOTES 


14.  ABSTRACT 

Purpose:  Evaluate  use  of  plasma  admin  via  IO  under  pressure  >300mmHg  in  proximal  humerus  and  tibia,  establish  which  IO  sites 
reach  higher  flow  rate,  and  eval  for  pulmonary  fat  emboli-LE  post  IO  infusion.  Method:2  groups  of  swine- 16  each  intubated  and 
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The  mean  weight,  vol  removed  and  infusion  pressure  were  similar  in  both  groups.  Mean  vol  plasma  infused  490mL  tibia  and  649mL 
humerus.  Mean  infusion  rate  was  49mL/min(SD22mL/min)  tibia  and  78mL/min(SD43mL/min)  humerus  p<0.02.  Survival  rate  94% 
tibia,  88%  humerus  p<0.33.  Humerus  serum  lactate  elevated  during  lhr  post  bleed;  decreased  post  plasma  infusion;  tibia  elevated 
until  EOS.  Histo  revealed  FE  present  88%  tibia,  94%  humerus.  Conclusion:IO  infusion  rate  of  plasma  in  humerus  greater  than  tibia  in 
swine  model.  Majority  of  swine  had  FE  in  lungs.  Further  studies  needed  to  eval  safety  of  high  pressure  infusion  in  IO  device. 
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5.  Purpose: 

The  purpose  of  this  study  is  to  evaluate  the  use  of  plasma  product  administration  through  an  IO  under  pressures 
>300mmHg.  A  secondary  objective  of  this  study  will  be  the  establishment  of  which  10  site  between  the  proximal 
tibia,  and  proximal  humerus  can  reach  the  higher  flow  rates.  Data  from  Lairet  et  al.  have  postulated  that  the 
proximal  humerus  appears  to  deliver  higher  flow  rates  than  the  other  site.  This  fact  also  needs  to  be  validated. 

The  study  also  evaluated  the  maximum  pressure  recorded  during  the  Infusion  through  the  EZ  10  needle  in  proximal 
tibia  and  proximal  humerus  as  well  as  the  presence  or  absence  of  pulmonary  fat  embolism  after  infusion  of  plasma 
through  the  IO  device. 

6.  Results: 

The  mean  weight  of  the  animals  was  70  Kg  for  the  tibia  arm  and  68  Kg  for  the  humerus  arm.  The  mean  volume 
removed  for  each  group  was  2108  mL  in  the  tibia  arm  and  2050  mL  in  the  humerus  arm.  The  mean  volume  of 
plasma  infused  for  each  arm  was  490  mL  in  the  tibia  arm  and  649  mL  in  the  humerus  arm.  The  mean  maximum 
infusion  pressure  was  616  mmHg  (SD  32  mmHg)  for  the  tibia  and  607  mmHg  (SD  24  mmHg)  for  the  humerus 
p<0.76.  The  mean  infusion  rate  for  the  tibia  was  49  mL/min  (SD  22  mL/min)  and  78  mL/min  (SD  43  mL/min)  for  the 
humerus  p  <  0.02.  One  of  the  animals  in  the  tibia  arm  and  2  in  the  humerus  arm  died  before  completion  of  the 
experiment.  The  survival  rate  was  15/16  (94%)  and  14/16  (88%)  respectively  p<0.33. 
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In  the  humerus  arm  the  serum  lactate  increased  during  the  hypovolemic  period  and  decreased  after  infusion  of 
plasma.  In  the  tibia  arm  the  serum  lactate  increased  until  the  experiment  ended. 


Histopathologic  examination  revealed  that  fat  emboli  were  present  in  1 5/1 6  (%)  of  the  tibia  arm,  1 4/1 6  (%)  of  the 
humerus  group. 

Conclusion: 

The  rate  of  intraosseous  infusion  of  plasma  through  the  swine  humerus  was  greater  than  the  tibia  in  the  swine 
model  studied.  Several  number  of  studied  animals  revealed  fat  emboli  in  the  lungs.  Further  studies  are  needed  to 
evaluate  the  safety  of  high  pressure  infusions  through  an  IO  device. 


7.  How  may  your  findings  benefit  the  Air  Force? 

The  results  of  this  study  suggest  that  the  humerus  may  be  a  better  site  for  administration  through  an  intraosseous 
device.  The  fact  that  fat  emboli  were  seen  in  the  lungs  needs  to  be  further  studied  as  this  finding  if  confirmed  would 
suggest  that  intraosseous  devices  might  only  be  used  in  emergency  situations. 
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Projected  Enrollment  of  Animals  at  the  Beginning  of  Study:  36 
Actual  Number  of  Animals  Enrolled:  34 

9.  Status  of  Animals  Entered  Into  the  Protocol: 

All  animals  were  in  good  general  health  and  were  euthanized  per  protocol. 
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when  Dr.  Lairet  separated  from  the  military  in  May  2012. 
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